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1.P
ress dow

n handle (1), and rem
ove

front cover (3) by m
eans of tool (2), as

illustrated.
T

ool no. 15  389.20(2).

2.A
djust the valve as illustrated (4)

until the valve does not drip.

3.Insert front cover (5). - T
he valve is

now
 ready for use.
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N

: In all installations the w
ater lines for the special w

ater valves m
ust be

flushed of all debri before activating the valve. F
ailure to do so w

ill void the w
arranty!

2.If after follow
ing instructions in step 1. a restricted flow

 of w
ater is experienced,

check the filter for debri.
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